[Determination of trace elements by an assay using flameless atomic absorption spectrometry].
The authors review the keys parameters of flameless atomic absorption spectrometry trace element determination in biological medium. Contamination during sample collection and analysis are discussed. Treatments of sample are indicated. The different graphite furnaces are reviewed. Interferences and background correction are discussed. Reference samples are quoted.